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Abstract. Thermal-optical analysis is a conventional method
for determining the carbonaceous aerosol fraction and for
classifying it into organic carbon, OC, and elemental carbon,
EC. Unfortunately, the different thermal evolution protocols
in use can result in a wide elemental carbon-to-total carbon
variation by up to a factor of five. In Europe, there is cur-
rently no standard procedure for determining the carbona-
ceous aerosol fraction which implies that data from differ-
ent laboratories at various sites are of unknown accuracy and
cannot be considered comparable. In the framework of the
EU-project EUSAAR (European Supersites for Atmospheric
Aerosol Research), a comprehensive study has been carried
out to identify the causes of differences in the EC mea-
sured using different thermal evolution protocols; thereby the
major positive and negative biases affecting thermal-optical
analysis have been isolated and minimised to define an opti-
mised protocol suitable for European aerosols. Our approach
to improve the accuracy of the discrimination between OC
and EC was essentially based on four goals. Firstly, char-
ring corrections rely on faulty assumptions – e.g. pyrolytic
carbon is considered to evolve completely before native EC
throughout the analysis –, thus we have reduced pyrolysis to
a minimum by favoring volatilisation of OC. Secondly, we
have minimised the potential negative bias in EC determina-
tion due to early evolution of light absorbing carbon species
at higher temperatures in the He-mode, including both na-
tive EC and combinations of native EC and pyrolytic carbon
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potentially with different specific attenuation cross section
values. Thirdly, we have minimised the potential positive
bias in EC determination resulting from the incomplete evo-
lution of OC during the He-mode which then evolves during
the He/O2-mode, potentially after the split point. Finally,
we have minimised the uncertainty due to the position of the
OC/EC split point on the FID response profile by introducing
multiple desorption steps in the He/O2-mode. Based on dif-
ferent types of carbonaceous PM encountered across Europe,
we have defined an optimised thermal evolution protocol, the
EUSAAR 2 protocol, as follows: step 1 in He, 200 ◦C for
120 s; step 2 in He 300 ◦C for 150 s; step 3 in He 450 ◦C for
180 s; step 4 in He 650 ◦C for 180 s. For steps 1–4 in He/O2,
the conditions are 500 ◦C for 120 s, 550 ◦C for 120 s, 700 ◦ C
for 70 s, and 850 ◦C for 80 s, respectively.
1 Introduction
Atmospheric elemental carbon, EC, is a product of incom-
plete combustion of fossil fuels in transportation, heating,
and power generation, and of wood and biomass in residen-
tial heating, and agriculture activities. It is ubiquitous in the
fine aerosol particles and appears at measurable levels even
in the most remote locations (e.g. Putaud et al., 2004). EC
has been observed to comprise from 8% to 17% of the atmo-
spheric fine aerosol at European rural and urban background
sites and kerbside sites, respectively (Putaud et al., 2004).
The prevalence of aerosol EC has been a concern because
of its role in adverse effects on human health (Highwood et
al., 2006; Adar and Kaufman, 2007; Be´rube´ et al., 2007).
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In recent years, scientific attention has also been given to
its role as a driver of global warming (e.g. Jacobson, 2001;
Ramanathan and Carmichael, 2008). Measurement of atmo-
spheric EC has long been problematic, due to the fact that its
physical and morphological properties are complex and vari-
able. A variety of thermal and thermal-optical measurement
techniques have been developed to measure organic carbon
(OC) and EC. While these methods generally measure the
same amount of total carbon (TC), the discrimination of TC
into OC and EC is operationally defined with large differ-
ences in the amount of OC and EC measured by different
methods (e.g. Schmid et al., 2001; Park et al., 2002; ten
Brink et al., 2004; Park et al., 2005). In thermal-optical
analyses, the carbonaceous material in aerosol particles de-
posited on a quartz-fibre filter is thermally desorbed accord-
ing to a prescribed temperature protocol, first in an inert at-
mosphere (He) and then in an oxidizing atmosphere (He/O2).
Ideally, all OC would desorb in the inert gas stream while EC
would combust in the oxidizing atmosphere at high temper-
ature. In reality however, thermally unstable organic com-
pounds pyrolyse in the He-mode to form pyrolytic carbon
(PC) which then usually desorbs off the filter in the oxidiz-
ing atmosphere, like native EC. Incorrectly accounting for
PC formation can very significantly bias the discrimination
between OC and EC (e.g. Schmid et al., 2001; Schauer et
al., 2003). To correct for pyrolysis, the optical properties
of the sample are monitored before and during the analy-
sis with a laser beam. As PC absorbs the laser light, light
transmission and reflectance decrease while OC chars in the
He-mode. When PC and EC are released from the filter in
the He/O2-mode, transmission and reflectance increase again
and the point at which the transmission and reflectance reach
the pre-pyrolysis value is used to discriminate OC and EC
(split point).
IMPROVE and NIOSH have been the most widely
thermal-optical protocols used in the atmospheric science
community. Traditionally, the IMPROVE protocol (Chow
et al., 1993) has been applied to samples from non-urban
background sites in the US IMPROVE network; in 2005, the
IMPROVE network started to apply the IMPROVE A proto-
col, an only slightly modified version of IMPROVE thanks
to refined measures of the sample temperature (Chow et al.,
2007). The EPA/NIOSH (or STN) protocol (Peterson and
Richards, 2002) has been applied to samples from urban sites
in USA-EPA’s Speciation Trends Network. These protocols
differ in temperature set points – higher for EPA/NIOSH
(e.g. the highest temperature in He is 900 ◦C) than for IM-
PROVE (e.g. the highest temperature in He is 550/580 ◦C) –
and in the residence times at each temperature step – typ-
ically longer for IMPROVE than for EPA/NIOSH. More-
over, the IMPROVE protocol uses the reflectance method
to correct for charring, while the EPA/NIOSH protocol has
adopted the transmittance method. Previous studies have
demonstrated that such differences might significantly alter
the measured amounts of OC and EC (e.g. Chow et al., 1993;
Conny et al., 2003; Chow et al., 2004). As of October 2009,
the US urban network will also use the IMPROVE A pro-
tocol (US EPA, 2006), and consistent OC and EC measure-
ments will be obtained throughout the US urban and non-
urban networks.
In Europe, there is currently no standard procedure for
analysing the carbonaceous aerosol fraction, thus data from
different laboratories at various sites are of unknown ac-
curacy and cannot be compared. Addressing this issue is
becoming more and more important as the EU Directive
2008/50/EC states that “measurements shall be made, at ru-
ral background locations [. . . ] for the purposes of providing,
as a minimum, information on the total mass concentration
and the chemical speciation concentrations of fine particu-
late matter (PM2.5)”.
The EU-project EUSAAR (European Supersites for Atmo-
spheric Aerosol Research, www.eusaar.net) integrates 20
high quality European regional background stations with the
objective of harmonizing aerosol measurements of interest
to air quality and global climate through coordinated proto-
cols. Within this framework, efforts have been devoted to
address major recommendations by Watson et al. (2005) for
evaluating OC and EC measurement methods. We have iden-
tified the causes of differences in the EC measured using dif-
ferent thermal evolution protocols and thereby isolated and
minimised the major positive and negative biases affecting
thermal-optical analysis. As a result of this work, we de-
fined a new protocol, EUSAAR 2 (Table 1), optimised for
analysing carbonaceous aerosols at European regional back-
ground sites.
2 Methods
2.1 Samples and analysis
Five different types of samples were investigated in this
study: i) ambient aerosol samples collected on quartz-fibre
filters at four different background sites of the EUSAAR
network, representing regionally distinct particulate matter:
Birkenes (Norway), K-Puszta (Hungary), Ispra (Italy), and
Montseny (Spain); ii) filters spiked with fulvic acid from the
Suwannee River, which can mimic humic-like-substances,
abundant in the fine atmospheric aerosol (Hoffer et al., 2006);
iii) filters spiked with levoglucosan, a major component of
wood smoke aerosol; iv) samples of both biogenic and an-
thropogenic secondary organic aerosol (SOA) generated in
smog chamber photo-oxidations of α-pinene and toluene, re-
spectively; v) light-absorbing-carbon-only (LAC-only) sam-
ples generated by thermal treatment of ambient aerosol sam-
ples (Yu and Li, 2003), which contain a mixture of pyrolysed
organic carbon, PC, and native EC; and vi) filter spiked with
mixtures of water-soluble inorganic ions and water-soluble
organic carbon (WSOC), which have been shown mainly re-
sponsible for charring (Andreae and Gelencser, 2006) .
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Table 1. Temperature protocols used to analyse samples in the present work: temperature set point and residence time are reported. EU-
SAAR 2 protocol temperature set points and residence times are also reported.
EPA/NIOSHb NIOSH 5040 IMPROVEc EUSAAR 1 EUSAAR 1 He4-550 He4-750 He4-850 EUSAAR 2
short Long
STEP T , duration T , duration T , duration T , duration T , duration T , duration T , duration T , duration T , duration
◦C, s ◦C, s ◦C, s ◦C, s ◦C, s ◦C, s ◦C, s ◦C, s ◦C, s
He1 310, 60 250, 60 120, 150–580 200, 120 200, 180 200, 180 200, 180 200, 180 200, 120
He2 475, 60 500, 60 250, 150–580 300, 150 300, 240 300, 240 300, 240 300, 240 300, 150
He3 615, 60 650, 60 450, 150–580 450, 180 450, 240 450, 240 450, 240 450, 240 450, 180
He4 900, 90 850, 90 550, 150–580 650, 180 650, 240 550, 240 750, 240 850, 240 650, 180
He/O21a 600, 45 650, 30 550, 150–580 550, 240 550, 300 550, 300 550, 300 550, 300 500, 120
He/O22 675, 45 750, 30 700, 150–580 850, 150 850, 180 850, 180 850, 180 850, 180 550, 120
He/O23 750, 45 850, 30 800, 150–580 700, 70
He/O24 825, 45 940, 120 850, 80
He/O25 920, 120
a A mix of 2% oxygen in UHP helium.
b The temperature program for the EPA/NIOSH method is reported in Peterson and Richards (2002).
c The residence time at each temperature in the IMPROVE protocol depends on when the flame ionization detector (FID) signal returns to
the baseline to achieve well-defined carbon fractions.
The samples were analysed using a Sunset Laboratory
Dual-Optical Carbonaceous Analyser. Table 1 lists the
NIOSH, the IMPROVE, the EUSAAR 1 long and short and
the EUSAAR 2 protocols tested in the experiments; in addi-
tion, variants of the EUSAAR 1 long protocol were tested,
in which the temperature of the last step in the He-mode was
modified to 550 ◦C, 750 ◦C and 850 ◦C. We refer to these pro-
tocols as He4-550, He4-750 and He4-850, respectively. In
total, 450 samples were analysed with the various protocols
for a total run number of 600.
In the EUSAAR 2 protocol, optical correction of charring
was performed by transmittance (laser wavelength 678 nm).
Visual investigations of samples at different temperature
stages of analysis indicate that formation of pyrolytic car-
bon occurs throughout the filter section (Chow et al., 2004).
Analyses of undenuded and denuded aerosol samples – using
a carbon honeycomb denuder with a proven efficiency >80%
in removing volatile organic compounds – were performed
applying the EUSAAR 2 protocol and both reflectance and
transmittance optical corrections for charring. The ratios be-
tween reflectance- and transmittance-corrected EC concen-
trations obtained from the two different sampling conditions
were similar, 1.70±0.01, on average; therefore, in contrast
to the hypothesis of Chow et al. (2004), charring of volatile
organics absorbed in the filter (as a result of positive sam-
pling artifacts) plays a negligible role on the difference be-
tween EC TOR and EC TOT when the analytical protocol
EUSAAR 2 is used. On the contrary, the formation of py-
rolytic carbon throughout the filter section must arise from
the charring of particulate OC which diffuses in the filter dur-
ing the sampling (Petzold and Scho¨nlinner, 2004) or analysis
phase (Chow et al., 2004). Several studies have demonstrated
that the removal of particulate WSOC and/or brown carbon
by extraction with water or organic solvents prior to thermo-
chemical analysis considerably reduces charring (Andreae
and Gelencse`r, 2006) which also shows that the formation
of pyrolytic carbon arise from charring of particulate OC. As
total carbon includes also the pyrolytic carbon formed in the
inner part of the filter, a proper optical correction should ac-
count for the charring that occurs through the whole filter as
transmittance does.
3 Results and discussion
In thermal-optical analyses, the accurate discrimination be-
tween OC and EC relies upon either one or the other of the
following two assumptions being correct: 1) PC formed dur-
ing the He-mode is assumed to have the same specific atten-
uation cross section (σ ) as the atmospheric native EC. If so,
regardless of when PC and EC actually evolve from the fil-
ter during the analysis, the desorbed carbon beyond the split
point is equivalent to the mass of native EC. 2) Alternatively,
all PC formed during the He-mode is assumed to evolve from
the filter before the native EC throughout the analysis. In this
case despite possible differences in σ of PC and EC, the post
split point carbon mass represents the true native EC. Previ-
ous studies have however demonstrated that neither of these
assumptions always holds. PC and EC have been found to
co-evolve from the He/O2-mode and, even prematurely, from
the He-mode at high temperatures; moreover, they have been
shown to have significantly different values of σ (e.g. Chow
et al. 2004; Yang and Yu, 2002; Yu et al., 2002; Subrama-
nian et al., 2006; Han et al, 2007). There are, then, inher-
ent potential biases in both directions in the determination
of OC and EC. To determine best practice, a thermal-optical
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Table 2. TC OC and PC, in µgC cm−2 units, obtained from analysis of aerosol samples using both a EPA/NIOSH thermal protocol (Peterson
and Richards, 2002) and a version modified by the addition of steps at low temperature. OC is reported as the organic carbon peaks, evolved
in the He-mode prior to and after 300 ◦C; PC is estimated by the sample transmittance over the entire He-mode and assuming a specific
attenuation cross section of 45 m2/gC.
THERMAL sample TC µg cm−2 OC µg cm−2 *PC µg cm−2
≤300 ◦C >300 ◦C
NIOSH 1 11.59 2.41 4.27 3.87
Modified NIOSH 1 11.51 2.81 4.20 3.36
NIOSH 2 12.79 2.82 4.54 1.99
Modified NIOSH 2 12.79 3.29 4.60 1.67
NIOSH 3 8.33 1.93 3.05 3.62
Modified NIOSH 3 8.30 2.21 2.98 3.12
*PC peak area estimated from the sample transmittance.
protocol was, therefore, developed to minimise the effects
of those events during the analysis that cause these biases in
the OC/EC split. We have attempted to satisfy the following
optimisation criteria:
1. charring is reduced to a minimum, to minimise in turn
the effect of any difference in σ of PC and EC on the
accuracy of the optical correction and, thus, of the dis-
crimination between OC and EC.
2. evolution and/or pyrolysis of OC is completed by the
end of the He-mode to avoid any residual unevolved
and uncharred OC evolving in the He/O2-mode. This,
in turn, reduces the uncontrolled risk that a fraction of
non-light-absorbing organic carbon evolves even after
the OC/EC split and positively biases the measured EC.
3. premature evolution of LAC during the He-mode is
minimised to prevent the early evolution of LAC species
containing native EC. In such cases the resulting post-
split EC might be altered, because of possibly different
σ of EC and PC.
4. multiple desorption steps are designed for the He/O2-
mode to ensure that the OC/EC split point occurs where
the FID response profile is low; minimising the uncer-
tainty in the split point position will minimise uncer-
tainty in the discrimination of OC and EC.
With this in mind, the following key parameters were in-
vestigated in designing the optimised EUSAAR 2 thermal
protocol: 1) the steps at low temperature; 2) the He-mode
maximum temperature; 3) the residence time of each temper-
ature step; and 4) the temperature steps in the He/O2-mode.
3.1 Temperature set points
3.1.1 Low temperature steps in the He-mode
A set of three samples collected in Ispra in the spring-
summer has been analysed using the EPA/NIOSH thermal
protocol (Peterson and Richards, 2002) and a modified ver-
sion of this protocol. The two protocols differ in the low tem-
perature steps applied in the He-mode; the EPA/NIOSH pro-
tocol has a single step at 310 ◦C of 60 s (Table 1) whereas the
modified version of the EPA/NIOSH protocol uses two steps
at 200 ◦C and 300 ◦C with significantly longer residence time
of 180 s and 240 s, respectively.
Results show that the amount of OC evolving up to a tem-
perature of about 300 ◦C is 15.7±1.3% higher in the modi-
fied-EPA/NIOSH than in the original EPA/NIOSH protocol
(Table 2). The additional step at 200 ◦C and longer times
favour the release of organic carbon prior to the more aggres-
sive heating steps where pyrolysis occurs. The amount of OC
available for evolution and/or pyrolysis at higher tempera-
tures is thus reduced. Interestingly, the overall amount of PC
formed as measured by the sample transmittance and assum-
ing σ=45 m2/gC (Subramanian et al., 2007 and Boparai et
al., 2007), is on average 16.8±1.9% smaller compared to the
EPA/NIOSH protocol. In other words, the OC that evolves at
lower temperatures in the modified protocol would otherwise
char at higher temperature steps in the EPA/NIOSH method.
In agreement with Yu et al. (2002) and Chow et al. (2004),
our results indicate that the extent of charring is strongly de-
pendent on the temperature set-points, and secondly that pro-
longing residence times can favour a more complete carbon
evolution, which, consequently, reduces charring formation.
Because of unequal σ for PC and EC, the reduction in char-
ring improves, in turn, the accuracy of the OC/EC split.
Additional ten samples collected in Ispra have also
been analysed both in presence and absence of oxy-
gen (He/Oxygen mixture 98:2) at the two steps at low
temperature. Our results show negligible differences in the
Atmos. Meas. Tech., 3, 79–89, 2010 www.atmos-meas-tech.net/3/79/2010/
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Fig. 1. Thermograms from the analysis of a typical ambient PM2.5 sample collected in Ispra, with (a) a NIOSH-type and (b) a
He-550 protocol.
amounts of PC when oxygen-containing versus oxygen-free
carrier gas is used for the lowest temperature steps. There-
fore, taking into consideration the risk of EC combustion
in an oxidizing atmosphere when temperature approaches
340 ◦C, and the potential temperature deviation from set-
points in the Sunset Lab. Instrument (Chow et al., 2005), an
inert atmosphere was finally selected for the first two steps
at low temperature, at 200 ◦C and 300 ◦C, in the optimised
protocol.
3.1.2 Maximum He-mode temperature and premature
LAC evolution
Figure 1a shows a thermogram obtained from the analysis
of an ambient PM2.5 aerosol sample collected in spring in
Ispra (IT) using a NIOSH-type thermal protocol (NIOSH,
1999) with the maximum He-mode temperature of 850 ◦C.
The transmission of laser light through the sample de-
creases through much of the He-mode due to PC forma-
tion; it reaches a minimum value partway through the
850 ◦C step in He and then begins increasing, indicating
the premature evolution of LAC. This phenomenon is not
specific to Ispra samples: aerosol samples from Birkenes
(NO), K-Puszta (HU), and Montseny (ES) also exhibited
a rise in the laser transmission signal during the highest
temperature step (See examples in Fig. S1 from the Sup-
porting Information, http://www.atmos-meas-tech.net/3/79/
2010/amt-3-79-2010-supplement.pdf), and many other ex-
amples are reported in the literature (e.g. Chow et al., 2001;
Yu et al., 2002). At high temperatures, inorganic oxides,
part of the filter deposit, can supply oxygen promoting com-
bustion of LAC in an inert environment (Fung, 1990). In
the event of the evolution of LAC in the He-mode of the
analysis, the critical issue is to determine the type of LAC
that evolves. Yu et al. (2002) suggest that it is PC. If the
LAC evolving in the He-mode at high temperature is pure
PC this does not produce any bias in OC and EC determi-
nation. However, Subramanian et al. (2006) demonstrated
more recently that the LAC evolving in helium at high tem-
perature can be either native EC or PC or a combination
of them. And EC and PC cannot be accurately split using
the laser signal since they were reported to have generally
different σ values (Chow et al., 2004 and Subramanian et
al., 2006). Indeed, literature values of σ for native EC de-
posited on quartz filters range from 8.1 m2/gC to 25.4 m2/gC
for solvent-extracted ambient samples (Gundel et al., 1984;
Liousse et al., 1993; Petzold et al., 1997; Subramanian et
al., 2006), whereas the reported σ for PC are almost always
greater: in particular, 35 m2/gC is found for Pittsburgh sam-
ples (Subramanian et al., 2006), 52.8±10.6 m2/gC for Fresno
samples and 48.5±3.9 m2/gC is reported for IMPROVE net-
work samples (Chow et al., 2004). If σ of PC is larger than
σ of EC, premature evolution in the He-mode of LAC con-
taining EC will lead a He4-850 protocol like NIOSH-type
(Fig. 1a) to underestimate the native EC amount. A solu-
tion is to lower the maximum temperature of the He-mode.
Fig. 1b shows the thermogram from a He4-550 protocol (Ta-
ble 1), such as IMPROVE, of the same sample as in Fig. 1a.
The laser signal reaches its minimum value at 550 ◦C and
does not increase until the He/O2-mode, indicating no loss of
LAC in the He-mode. A series of thermal-optical analyses of
twelve LAC-only samples were therefore performed to iden-
tify the temperature at which premature evolution of LAC
starts and to assess the extent of this bias. LAC-only samples
were generated by thermal treatment of ambient aerosol sam-
ples according to the method proposed by Yu and Li (2003),
to form a mixture of PC and native EC. The LAC-only
www.atmos-meas-tech.net/3/79/2010/ Atmos. Meas. Tech., 3, 79–89, 2010
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samples were analysed using a thermal protocol with varying
maximum temperatures in the He-mode of 650 ◦C, 750 ◦C
and 850 ◦C. Increasing the maximum He-mode temperature
caused an increase in the fraction of LAC evolving during
that step. On average 2.5±2.4%, 16.2±5.9% and 21.2±4.4%
of the total LAC was found to prematurely evolve in He
at 650 ◦C, 750 ◦C and 850 ◦C, respectively (Fig. S2 from
Supporting Information, http://www.atmos-meas-tech.net/3/
79/2010/amt-3-79-2010-supplement.pdf). These observa-
tions suggest that the underestimation of the amount of EC
measured in ambient PM2.5 aerosol samples using He4-650,
He4-750 and He4-850 protocols could increase as the maxi-
mum He-mode temperature increases; and secondly that the
potential biases produced by a protocol with the maximum
temperature in the He-mode of 650 ◦C, as the EUSAAR pro-
tocol, are quite moderate, if not negligible.
3.1.3 Maximum He-mode temperature and organic
carbon
Lowering the maximum temperature of the peak He-mode
below 850 ◦C certainly improves the accuracy of the OC/EC
split by avoiding the premature evolution of LAC. The major
concern becomes then the possibility that OC will not totally
volatilize or completely pyrolyse during the He-mode of the
analysis, and thus evolve into the He/O2-mode instead. In
these circumstances, there is an uncontrolled risk that a frac-
tion of OC evolves even after the OC/EC split point and is er-
roneously measured as native EC. To minimise the potential
of this positive bias for EC, we determined which tempera-
ture is necessary to produce total volatilization or pyrolysis
of OC in the He-mode. We analysed quartz filters loaded
with i) SOA, both anthropogenic and biogenic, ii) levoglu-
cosan, and iii) fulvic acid. The selected species represent
some of the major components of the OC aerosol fraction
and the filters analysed did not contain EC. The protocol
used for these tests has the following temperature steps in
the He-mode: 550 ◦C, 650 ◦C, 750 ◦C and 850 ◦C, each of
240 s; three replicates for each organic compound-spiked
filters were obtained. Thermograms of these analyses are
shown in Fig. 2. The time derivative of the laser transmission
is used to measure the formation or release of light-absorbing
carbon during the analysis and is expressed as negative car-
bon in the He-mode and positive carbon in the He/O2-mode;
dividing this by an appropriate σ gives an estimate of the ab-
sorbing carbon formed or lost, which complements standard
thermal-optical analysis output (Bond, personal communi-
cation, 2007). A detailed description of the calculation is
given in Boparai et al. (2007). Thermograms 2a–2d clearly
show that at maximum He-mode temperatures ≤550 ◦C, a
significant fraction of organic carbon is neither evolved nor
completely pyrolysed in the He-mode: organic carbon still
evolves (FID signal) and chars (laser signal time derivative)
at temperatures higher than 550 ◦C. Our findings imply that
analysis of these samples using a He4-550 protocol results
in a significant fraction of organic carbon evolving in the
He/O2-mode, potentially even after the OC/EC split point.
Consequently, EC as defined by a He4-550 protocol such as
IMPROVE, should be considered overestimates of the na-
tive EC. To prevent this potential overestimation of EC, it
is advisable to increase the maximum He-mode temperature
above 550 ◦C; however this temperature should be lower than
850 ◦C to minimise the premature LAC evolution.
Figure 2a shows that a large fraction (91%) of the anthro-
pogenic SOA carbon evolves and/or pyrolyses by the end of
the 650 ◦C step in the He-mode of the analyses. The results
for biogenic SOA and levoglucosan (Fig. 2b and Fig. 2c) are
quite similar: 98% of the carbon evolves and/or pyrolyses as
the analysis completed the step at 650 ◦C. On the contrary,
ca. 80% only of the carbon from fulvic acid evolves and/or
pyrolyses by the end of the 650 ◦C step. Thus, in a proto-
col with a maximum temperature in the He-mode of 650 ◦C,
a fraction of fulvic acid carries over into He/O2-mode. Ful-
vic acid is a high molecular weight substance with a marked
degree of aromaticity and, therefore, has a refractory char-
acter. But carrying out the analysis at temperatures higher
than 650 ◦C a large release of pyrolysed carbon is observed
(Fig. 2d): the corresponding FID carbon peak thus consists
of OC and evolved PC. In this circumstance, it is impos-
sible to demonstrate that increasing the temperature above
650 ◦C would significantly improve the OC fraction evolved
and/or pyrolysed in the He-mode. In addition, similar ex-
periments were performed with thirty ambient atmospheric
aerosol samples collected at the previously mentioned four
EUSAAR sites. Results confirm that, for most samples, OC
totally evolves or chars as the analyses completed the 650 ◦C
step. In a few cases, only a fraction of maximum 10% of OC
evolves at higher temperatures. Again, at higher tempera-
tures (from 750 ◦C, and even more at 850 ◦C), premature evo-
lution of LAC occurs; the FID carbon peak is thus the sum of
OC and prematurely evolved LAC and, in such case, it is im-
possible to conclude that increasing the temperature above
650 ◦C would significantly improve OC fraction evolved in
the He-mode. 650 ◦C, The highest temperature reached in
the He-mode by the EUSAAR 2 protocol, appears as the best
compromise between adequate evolution and/or pyrolysis of
OC and a minimum LAC pre-combustion in the He-mode.
Finally, five samples collected in Ispra in different seasons
were subjected to water extraction, filtration to remove EC
residuals, and concentration of the extract to a suitable vol-
ume for filter spiking. The water extracts contain a mixture
of water-soluble inorganic ions and WSOC which have been
shown to be mainly responsible for charring. Punches spiked
with the water extracts (1 to 7 µg cm−2) were then analysed
using the EUSAAR 2 protocol. Results show that the EU-
SAAR 2 protocol detects as pure OC the carbon content of
samples actually containing only a mixture of WSOC and
inorganics, and that it can therefore properly correct for py-
rolitic carbon formation.
Atmos. Meas. Tech., 3, 79–89, 2010 www.atmos-meas-tech.net/3/79/2010/
F. Cavalli et al.: The EUSAAR protocol 85
(a) 0 200 400 600 800 1000 1200 1400 1600 1800 2000
0 
2 
4 
6 
8 
10
12
14
Time (sec)
FI
D
 R
es
p
o
n
se
;T
em
p
er
at
u
re
 (
d
eg
re
e)
 
 
FID*100 (ug/cm2)
Temp/100
laser/1000
absC*100 (ksigma=45)
He He/O2
(b) 0 200 400 600 800 1000 1200 1400 1600 1800 2000
0
10
20
30
40
50
60
Time (sec)
FI
D
 R
es
p
o
n
se
;T
em
p
er
at
u
re
 (
d
eg
re
e)
 
 
FID*100 (ug/cm2)
Temp/100
laser/1000
absC*100 (ksigma=45)
He He/O2
(c) 0 200 400 600 800 1000 1200 1400 1600 1800 2000
0
5
10
15
20
25
30
35
40
45
50
55
Time (sec)
FI
D
 R
es
p
o
n
se
; 
T
em
p
er
at
u
re
 (
d
eg
re
e)
 
 
FID*100 (ug/cm2)
Temp/100
laser/200
absC*100 (ksigma=45)
He/O2He
(d) 0 200 400 600 800 1000 1200 1400 1600 1800 2000
-2
0
2
4
6
8
10
Time (sec)
FI
D
 R
es
p
o
n
se
; 
T
em
p
er
at
u
re
 (
d
eg
re
e)
 
 
FID*100 (ug/cm2)
Temp/100
laser/1000
absC*100 (ksigma=45)
He He/O2
Fig. 2. Thermograms from the analysis of toluene photo-oxidation aerosol products (a), α-pinene photo-oxidation aerosol products (b),
levoglucosan (c), and fulvic acid (d). The protocol used for the analysis has the following steps in the He-mode: He-4 at 550 ◦C, He-5 at
650 ◦C, He-6 at 750 ◦C and He-7 at 850 ◦C, each of 240 s. absC*100 ksigma=45) is the amount of PC formed/released, multiply by 100, as
calculated by the laser attenuation and σ=45 m2/gC (Boparai et al., 2007).
3.1.4 Maximum He-mode temperature and carbonatic
carbon
The contribution of carbonatic carbon (CC) to TC at regional
background sites in Europe is generally <5%, but contribu-
tions >30% can occur. Depending on the chemical nature of
the carbonate species – e.g. CaCO3, CaMg(CO3)2, Na2CO3
etc. – and on the crystal structure – calcite, aragonite, etc.
–, CC evolves over a broad range of temperatures. Thermal-
optical analyses of filters spiked with Na2CO3 solution and
with CaCO3 suspension indicate that CC evolves mainly over
a range of temperature between 450 ◦C and 650 ◦C. These re-
sults are supported by analyses of natural calcite from Spain
(grain dimension ≤300 µm) (Fig. 3).
Natural calcite evolves in the He-mode with the EU-
SAAR 2 and the NIOSH protocol, and will be detected
as OC, whereas it evolves in the He/O2-mode with the
IMPROVE protocol and will possibly be detected as EC.
Neither the NIOSH protocol nor the IMPROVE protocol ad-
dress definitely this issue of CC. The NIOSH method 5040
recommends fumigation of the aerosol samples with HCl
prior to thermal-optical analysis to eliminate any contribu-
tion of CC to OC and/or EC signal. However, fumigation
with HCl has been shown to cause artificial loss of volatile
organic acids (Chow et al., 1993) and to induce intense char-
ring phenomena in ambient aerosol samples (Jankowski et
al., 2008). Moreover, the HCl fumigation is time consuming
and not applicable to monitoring networks. As alternatives,
a method based on a thermal pretreatment of the samples to
remove OC and EC (i.e. 460 ◦C for 60 min in an O2 atmo-
sphere) followed by a total carbon determination (Jankowski
et al., 2008), or the direct determination of the amount of
CO2 produced by acidifying the sample, may be envisaged
to measure CC.
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Fig. 3. Thermosgram from the analysis of natural calcite from Spain
(grain dimension ≤300µm) with the EUSAAR 2 protocol.
3.2 Temperature plateau durations
NIOSH and IMPROVE protocols also differ in the duration
of their temperature steps (Table 1). The IMPROVE time
steps are variable, since the shifting to the next temperature
set-point is not initiated until the slope of the FID response
reaches zero, whereas NIOSH protocols explicitly fix dura-
tions at each temperature set-point, often giving rise to over-
lapping in OC peaks. Typically, individual steps are longer
for IMPROVE than for the NIOSH protocol. In this work,
residence times at each temperature set-point have been ex-
plicitly specified so that i) FID response approaches the base-
line before the next set-point, so that carbon peaks are well-
defined, which might be useful for comparing the thermal
properties of carbonaceous aerosol, and infer information on
their predominant sources; and ii) the total analysis time re-
mains suitable for routine monitoring applications.
Particularly crucial is the residence time of the highest
He-mode temperature step which needs to be long enough
to guarantee that no further pyrolysis and evolution of OC
occur at this temperature. Similarly, the duration of the high-
est temperature step in the He/O2-mode should allow LAC
species to completely evolve before calibration, thereby pre-
venting residual LAC from evolving in the methane calibra-
tion peak, biasing both the total LAC load and the calibration
peak.
In the EUSAAR 2 protocol (Table 1), residence times at
each temperature step were selected such that the various
carbon peaks are separated for a vast majority (higher than
80%) of the samples collected during different seasons and
at various sites in Europe, with filter loadings ranging from 5
to 62 µgC cm−2.
3.3 The Helium/Oxygen-mode
Ideally, the OC/EC split should occur in the He/O2-mode,
where the FID signal is low, so that the discrimination
of OC and EC is less sensitive to the uncertainty in
the split point position. Several studies were performed,
varying the number of steps, their temperature and du-
ration, to design the He/O2-mode. In general, with a
limited number of steps in He/O2-mode, the occurrence
of a split point at the maximum of a high carbon peak,
as shown in Fig. 4a, was more frequent, whereas it was
hindered with multiple desorption steps, by a smoother
FID response profile over the entire He/O2-mode (Fig. 4b)
(More examples are shown in Fig. S3 from the Sup-
porting Information, http://www.atmos-meas-tech.net/3/79/
2010/amt-3-79-2010-supplement.pdf). We compared, in
particular, the EUSAAR 1 (Table1) and EUSAAR 2 proto-
cols, having two and four temperature steps, respectively, in
the He/O2-mode for eighteen samples. Uncertainties in the
EC concentrations were calculated assuming an uncertainty
of ±3% for the laser value (Cary, personal communication,
2005). For the EUSAAR 1 protocol, the corresponding un-
certainty in the EC concentration ranged from 3% to 15%,
whereas for the EUSAAR 2 protocol the uncertainty was
generally lower, from 2% to 7%. In short, the conditions for
the He/O2-mode in which uncertainty in the OC/EC split de-
termination was minimised are the following: step 1 500 ◦C
for 120 s, step 2 550 ◦C for 120 s, step 3 700 ◦C for 70 s, and
finally step 4 850 ◦C for 80 s (Table 1).
4 Conclusions
A detailed study has been performed to assess and then min-
imise the effects of various procedural events that can poten-
tially magnify the inherent biases affecting the results of OC
and EC analyses by thermal-optical methods. Our approach
to improve the accuracy of the discrimination between OC
and EC was based on four goals. First, as charring correc-
tion relies on assumptions that proved not to be commonly
true, we reduced pyrolysis to minimum levels in favour of a
maximum volatilisation of organic carbon by adding and pro-
longing steps at lower temperatures. Second, we minimised
the potential negative bias in EC determination caused by
early release of LAC including native EC at high temperature
in the He-mode. Third, we minimised the potential positive
bias in EC determination resulting from the slipping of resid-
ual OC into the He/O2-mode and its potential evolution after
the split point by maximizing the evolution and/or pyrolysis
of OC at high temperature in the He-mode. Finally, we re-
duced the uncertainty arising from the position of the OC/EC
split point on the FID response profile through multiple des-
orption steps in the He/O2-mode.
Since both premature light absorbing carbon (LAC) evo-
lution and slipping of non-light absorbing carbon into the
He/O2-mode occur over a range of temperature which
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Fig. 4. Thermograms from the analysis of an aerosol sample with the EUSAAR 1 (a) and EUSAAR 2 (b) protocols.
depends on sample load and composition, specifying a sin-
gle thermal protocol for which both biases would disappear
is impossible. The present study indeed demonstrates the
need to adopt a compromise that minimises these biases, re-
spectively enhanced if too high and too low temperatures
are reached in the He analytical mode. This work largely
focused on the determination of the optimal value for this
temperature. Analyses of ambient aerosol samples and of
LAC-only samples were used to demonstrate that high tem-
peratures in He (≥750 ◦C) lead to premature LAC evolution
possibly containing EC. For instance, more than 20% of LAC
prematurely evolves when the maximum He-mode tempera-
ture is 850 ◦C as in a NIOSH-type protocol. EC defined by
this analysis is biased low because the optical correction for
charring assumes that PC and native EC attenuation cross
sections are equal, whereas σ of PC is higher than σ of EC.
While this problem can be mitigated by lowering the max-
imum He-mode temperature, analyses of ambient aerosol
samples and various organics-spiked filters indicate that a too
low maximum He-mode temperature (≤550 ◦C) allow OC to
slip into the He/O2-mode of the analysis. Only 55% of the
OC from high molecular mass organic molecules evolves in
the He-mode when the maximum He-mode temperature is
550 ◦C as in the IMPROVE protocol. If OC evolves after the
OC/EC split, it could bias the EC values high. Therefore, the
best compromise is around 650 ◦C, the highest temperature
reached in the He-mode by the EUSAAR 2 protocol.
Studies were carried out involving aerosol samples col-
lected at four EUSAAR sites across Europe, at Birkenes,
Norway, at K-Puszta, Hungary, at Ispra, Italy, and at
Montseny, Spain, that are characteristic of regionally distinct
particulate matter mixtures. These studies gave a compre-
hensive overview of the thermal-optical behaviour of car-
bonaceous aerosol with diverse chemical properties: dif-
ferences in the carbon fractions volatilised at the various
temperatures and in the extent of the premature evolution of
LAC were mainly observed. Among the various protocols
we tested, those with a maximum temperature in He set at
650 ◦C, yield the lowest LAC pre-combustion and the mini-
mum unevolved OC remaining and therefore, the most accu-
rate estimation of EC.
The optimised thermal protocol EUSAAR 2 is defined as
follows: step 1 in He, 200 ◦C for 120 s; step 2 in He 300 ◦C
for 150 s; step 3 in He 450 ◦C for 180 s; step 4 in He 650 ◦C
for 180 s. For steps 1–4 in He/O2, the conditions are 500 ◦C
for 120 s, 550 ◦C for 120 s, 700 ◦C for 70 s, and 850 ◦C for
80 s, respectively. EUSAAR 2 resulted as the best compro-
mise for the analysis of OC and EC in different types of
carbonaceous aerosol mixtures encountered across regional
background sites in Europe.
The European atmospheric science community and moni-
toring networks (e.g. EMEP) are currently lacking an appro-
priate standardized method for the OC and EC determination.
With respect to the currently used thermal protocols, the EU-
SAAR 2 protocol represents a valid alternative in which the
potential biases have been minimised as much as possible
given the intrinsic limitations of the thermal-optical method;
and this can, in turn, ensure that OC and EC data sets ob-
tained by various laboratories are comparable. This study
represents as well a useful tool for understanding and inter-
preting the differences and potential biases in the measure-
ments performed in the past across the world, and in turn, to
possibly reconcile emission, atmospheric and modelled OC
and EC data. The EUSAAR 2 protocol, together with other
protocols including IMPROVE A, is currently under evalu-
ation by a dedicated working group of the European Stan-
dardisation Committee (CEN) which will finally select the
European standard protocol for thermal-optical OC and EC
determination.
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